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2 METHODS
Abstract
Speed of sound and attenuation as a function of frequency between 2 and 18 MHz were measured
and compared for a cancerous prostate cell line and a healthy prostate cell line. Speed of sound
for the cancerous cells line was found to be 1521.4 ± 0.8 m/s, which was equivalent to the speed of
sound for the healthy cell line of 1521.5 ± 0.6 m/s. The average attenuation coefficient was 0.091
± 0.003 dB
cm−MHz
for the cancerous prostate cell line and 0.057 ± 0.003 dB
cm−MHz
for the healthy
prostate cell line, showing a higher attenuation for the cancerous cell line.
1 Introduction
Quantitative ultrasound (QUS), which includes the measurements of tissue properties, is gaining im-
portance in medicine as a possible diagnostic and detection tool. While ultrasound (US) has limited
image resolution, QUS allows for a greater collection of data in addition to the images formed us-
ing B-Mode US. Properties measured using QUS, such as scatterer size, attenuation, and speed of
sound have all been shown to differentiate between benign and malignant tumors. For example, there
are significant differences in the sizes of scatterers between a breast-tumor model and non-malignant
breast tissue1,2 and scatterer sizes in liver hemangiomas are somewhat larger than scatterer sizes in
the surrounding liver parenchyma.3 Additionally, multiple studies that use attenuation and speed
of sound (SOS) as cancer diagnostic tools have been performed.4,5,6,7,.8 Measurement of ultrasonic
tissue properties can be an important diagnostic tool for distinguishing between malignant and benign
tumors, and may possibly be used for detection of cancer.
The National Institute of Health reports that for men prostate cancer is the most common cancer
and the second most common cause of death due to cancer.9 The most recent data shows that there are
about 186 new cases of prostate cancer per 100,000 men, with 24 deaths per 100,000 men each year.10
Prostate cancer is difficult to detect and diagnose. Currently prostate-specific antigen (PSA) levels are
tested, and biopsies are performed if the PSA levels are high. This is not a very accurate indicator,
since two thirds of all biopsies are benign. Several studies on utilizing ultrasound to diagnose and detect
prostate cancer have been done, including using spectrum analysis to distinguish between cancerous
and benign prostate tissue11,12 and using attenuation and backscatter coefficient measurements to show
pathological changes in prostate and testis tissue.13 Although one study measuring SOS, attenuation,
and backscatter coefficients failed to distinguish between benign and malignant tissue, the study did
show differences in the echogenicity of cancerous tissue.14 Notwithstanding mixed results, each study
suggests potential for using QUS to diagnose and detect prostate cancer. Further studies on utilizing
QUS for distinguishing between benign and malignant prostate tissue would contribute to this base of
knowledge, and clarify the differences found in these studies.
Despite the large number of studies on the use of QUS to distinguish between benign and ma-
lignant tissue, little research has been done on what fundamental differences there may be between
the ultrasonic characteristics of cancerous cells and benign cells. A few studies have explored if the
differences in tissue characteristics extends to the cells themselves. Doyle et al.15 showed differences
in the spectral response of healthy compared to malignant breast epithelial cells. There have been
other studies on the backscatter coefficients of Chinese hamster ovary (CHO) cells16,17 including how
QUS properties (SOS, attenuation, spectra) of CHO cells change during cell death. In this paper
we measured the attenuation and SOS values between 2 and 18 MHz of healthy epithelial prostate
cells and malignant epithelial prostate cells, which furthers knowledge about using QUS to distinguish
characteristics of benign and malignant prostate tissue.
2 Methods
To measure SOS and attenuation a through transmission narrow band measurement was used. This
method has been thoroughly tested and verified using tissue mimicking phantoms as documented by
Madsen et al.18 Frequency paired single element unfocused immersion transducers (Olympus A3–S SU,
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series) are aligned with each other in the water tank. A waveform generator (Agilent 33500B) is used to
send a single frequency sine pulse (about 20 wavelengths long with a pulse repetition frequency of 500
Hz) at integer frequency values over the bandwidth of the transducers. The pulse is transmitted via
one transducer and received by the second, which reads out to an oscilloscope (Tectronix TDS 3014C).
The output of the receiving transducer is averaged on the oscilloscope 512 times. Three sets of paired
transducers were used with peak frequencies at 5, 10, and 15 MHz. The peak to peak amplitude and
the time of arrival of the output signal is measured for a water only path and for the same path but
with the cell pellet inserted. Degassed pure water (filtered by Milli-Q system at 18 MΩ) was used.
The water was maintained at the temperature of 31 ◦C.
To find the SOS, the time for sound pulse transit with and without a sample between the transducers
is measured. The speed of sound in the water path is well known,19 and the difference between the
two times is used to calculate the speed of sound in the sample. Knowing the width of the sample,
measured using digital calipers, the speed of sound is found by:
cs =
dcw
d−∆tcw
, (1)
where cs is the speed of sound of the sample, cw is the speed of sound of water, d is the width of the
sample, and ∆t is the difference in time between the water only path and the path with the sample
inserted.
Similarly to find the attenuation, the amplitude of the water only path is compared to the amplitude
of the path with the sample inserted. Since the cell pellet samples have saran windows a correction
for the transmission coefficient of saran is included. The transmission coefficient is given by:
T 2 =
4Z1Z3
(Z1 + Z3)2cos2(k2l) + (Z2 +
Z1Z3
Z2
)2sin2(k2l)
. (2)
In this equation k2 is the wavenumber of the sine pulse, the thickness of the saran layer is l, Z2 is the
acoustic impedance of the saran, Z1 the acoustic impedance of water, and Z3 the acoustic impedance
of the sample material. (The acoustic impedance of the sample is found from the SOS measurement
and a density measurement.) Using these equations and solving the attenuation coefficient in dB/cm
give the general equation:
α =
20
d
log
10
(
Aw
As
T2), (3)
where Aw is the amplitude measured for the water path and As is the amplitude measured with the
sample in the path.
Measurements were made on two cell lines (1) healthy human prostate epithelial cells (HPC) and
(2) malignant human prostate epithelial cells (MPC). Figure 1 shows example pictures of each cell
line. The cells were cultured, and when a sufficient number of cells of a particular line grew, (one
or two 25 cm2 flasks with the cells 80% confluent) a cell pellet was made. The cell pellet holds cells
in a form that allows for a reliable scan using US. When the cells are 80% confluent in a flask, they
are detached and a cell count is done. The cell count is used to determine how many cells will be in
the pellet (and to control how many cells go into the pellet by finding the cell density). This study
aimed for a cell density of about 5 million cells/mL. Next the cells are centrifuged to separate the cells
from the supernatant. The cells are suspended in an 1% agar base, creating a cell pellet. The pellet
is created in a plastic container with saran windows on top and bottom, and is ready to be scanned
in the US water tank. Figure 2 shows a picture of a completed cell pellet. Cell pellets are examined
for bubbles or other defects before and after the experiment, and data is only kept for cell pellets that
show no significant defects.
3 Results
Speed of sound (SOS) and attenuation were measured for 3 paired sets of unfocused transducers.
Measurements were made at 2, 3, 4, 5, 6, 7, and 8 MHz for the transducers with a 5 MHz peak
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Figure 1: (Color online) Images of the cell lines; cancerous prostate cells on the left and benign
prostate cells on the right.
frequency, at 7, 8, 9, 10, 11, 12 and 13 MHz for the transducers with a 10 MHz peak frequency, and
at 12, 13, 14, 15, 16, 17, and 18 MHz for the transducers with a 15 MHz peak frequency. Overlapping
frequency measurements ensure the stability of the cell pellet over the experiment as well as the
consistency of the results. A total of 5 cell pellets for the healthy prostate cells (HPCs) and a total
of 4 cell pellets for the malignant prostate cells (MPCs) were measured. Results for the average
SOS and average frequency independent attenuation are reported in Table 1. Table 1 also gives the
average density for each type of (HPC or MPC) cell pellet. For every cell pellet 2 to 6 regions in the
hemocytometer were counted and the counts averaged together. Error for the individual cell pellet
density was determined by using the standard deviation between counts from the hemocytometer.
Reported densities in Table 1 are the average of all cell pellets for each type. The error in the average
is the standard deviation between the densities of all cell pellets of that type, which dominates the
error from the individual counts.
Error for the SOS measurements was determined for each individual cell pellet by the standard
deviation over three separate time measurements and three separate width measurements. The error of
SOS in water was minimal as the temperature was stable throughout the experiment, with redundant
measurements using a digital thermometer and an alcohol thermometer at two different locations in
the water tank. The error in width and time was propagated through the equation for finding the SOS
in the sample, equation 1, giving an error for each measurement at each frequency. The values for SOS
were averaged at each frequency over all the measured cell pellets for each cell line. For the HPCs, the
SOS measurements spanned a total of 7 m/s, while for the MPCs the measurements spanned a total
of 5 m/s. No significant dispersion with increasing frequency was observed. The final reported values
is an average over frequency for each cell line. The standard error over all measurements is given and
dominated the propagated error for each individual measurement.
Figure 3 shows the attenuation as a function of frequency for both the MPCs and HPCs. The error
in the attenuation values for each cell pellet and frequency are found using the standard deviation in
the three repeated measurements of width and standard deviation for the three repeated amplitude
measurements for both water and sample paths. These errors are propagated through the equation for
attenuation, equation 3. Error for the transmission coefficient of saran and value of the water correction
were not included since they were at least 2 orders of magnitude smaller and did not contribute
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Figure 2: (Color online) (Left) Image of a completed cell pellet. (Right) Approximate dimensions of
the cell pellet container.
significantly. For each cell pellet the attenuation values were averaged over the same frequency, and
the error added as the root of the sum of squares. The standard error due to multiple measurements
was also calculated. The final total error is the root of the sum of the squares of the standard error
and the propagated error values. The frequency independent attenuation is also reported in Table 1.
Table 1: For each cell line density, attenuation, and speed of sound averages are given with uncer-
tainties
ρ1 SD2 SOS 3 Un. 4 α 5 Un. 6
(#/mL) (#/mL) (m/s) (m/s) dB
cm−MHz
dB
cm−MHz
HPC 4.78 x 106 8.1 x 105 1521.5 0.6 0.057 0.003
MPC 4.8 x 106 1.6 x 106 1521.4 0.8 0.091 0.003
These values are the average of the attenuation divided by frequency values. Although attenuation as
a function of frequency is not linear, the power relationship is small enough that the average value is
reasonably representative for each cell line. The error in these averages is given by the standard error
of the calculations.
4 Conclusion
The quantitative ultrasonic properties of speed of sound and attenuation were measured for two cell
lines, a malignant prostate cell line and normal epithelial prostate cells, from 2 to 18 MHz. Both cell
lines have equivalent values for speed of sound. The cancerous cell line has statistically significant
higher values for attenuation, showing fundamental differences in interaction with US for benign and
malignant prostate cells.
Further studies on these two cell lines should explore the scattering properties of the cells as a
function of frequency, as this has also been shown as a method for distinguishing between healthy and
malignant prostate tissue. For the experiments in this paper the cells were individually suspended
in agar, while other papers have made measurements on cells in a mono layer.15 Comparison of
measurements for suspended cells verses mono layers may tell us more about the QUS characteristics
of cells and how those ultrasonic properties depend on cell distribution.
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Figure 3: (Color online) Attenuation as a function of frequency for healthy prostate cells (red) and
cancerous prostate cells (blue). Error bars are given for each data point. Cancerous prostate cells
show a consistent higher attenuation.
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